
26.05.2021 Multi-channel architecture for evaluation of automated oscillometric blood pressure devices | IEEE Conference Publication | IEEE X…

https://ieeexplore.ieee.org/document/6549737 1/2

IEEE.org IEEE Xplore IEEE-SA IEEE Spectrum More Sites SUBSCRIBE SUBSCRIBECart Create Account

Conferences  > 2013 IEEE International Sympo... 

Octavian Postolache ; Pedro Silva Girão ; Gabriela Postolache All Authors

Multi-channel architecture for evaluation of automated
oscillometric blood pressure devices
Publisher: IEEE Cite This  PDF

224
Full
Text Views



Alerts
Manage

Content Alerts 

Add to Citation

Alerts 

Export to

Collabratec

Abstract

Document Sections

I. Introduction

II. Methods

III. Preliminary
Results and
Discussion

IV. Conclusion

Authors

Figures

References

Keywords

Metrics

More Like This

Footnotes

Downl

PDF

Abstract:This paper presents an automated system for testing of oscillometric blood
pressure devices. The designed and implemented system includes three measurement
channels. One ... View more

Metadata

Published in: 2013 IEEE International Symposium on Medical Measurements and
Applications (MeMeA)

Abstract:
This paper presents an automated system for testing of oscillometric blood pressure
devices. The designed and implemented system includes three measurement channels.
One of the measurement channels is based on the usage of a miniature pressure
sensor and appropriate pneumatic circuit connected to the cuff tube of the tested
oscillometric device. The second channel based on EMFIT sensor is used for dynamic
mechanical stress measurement during cuff deflation. To obtain the continuous blood
pressure variation during the oscillometric device testing, the multichannel architecture
includes a Finometer device. Appropriate conditioning circuits connected to the sensing
parts deliver the voltages associated with sensing wave turbulence and cuff pressure
variations during blood pressure measurement procedure, through a high resolution
data acquisition board connected to a computer. Software developed in LabVIEW
performs the acquisition and primary processing of the acquired signals as well as data
storage. The estimation of blood pressure by oscillometric devices was analyzed in this
work taking into account the information on blood pressure changes detected by the
Finometer device, the EMFIT sensor and cuff pressure sensor response during
measurement, and through auscultatory method. Preliminary results suggest that the
designed system may be used for more objective testing of oscillometric blood pressure
device accuracy in estimating systolic and diastolic blood pressure.
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I. Introduction
Nowadays, the measurement of blood pressure is the commonest
measurement made in clinical practice. Deviations from normal blood
pressure profiles have been associated with cardiovascular events [1] as

well as with autonomic nervous system dysfunction [2]. The widely used
blood pressure device for ambulatory and self-measurement is based on
the oscillometric technique. The automated oscillometric method for
blood pressure measurement is often used in clinics in place of the
palpatory or auscultatory method.
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